Lot # 08-11-100

Prepared by DMR
Prepared on 12/31/07

Analyzed on 1/4/08 and 1/9/08
analyzed by DMR and ALB

0.1030 0.1017
0.1022 0.1017
0.1026 0.0989
0.0974 0.099
0.1036 0.1011
0.1065 0.1014
0.1030 0.0989
0.1026 0.0987
0.1031 0.0983
0.1047 0.1005
0.1036 0.0985
0.1025 0.0976
0.1038 0.0988
0.1007 0.1007
0.1028 0.0997
0.002035 0.001411

Target

0.101
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 1/4/2008 Today's Time = 6:34:50 PM
Bound File Name = Sim123107b(9).0001 . RAW
Sample Name = CCS

Date Taken = 1/4/2008 6:34:48 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 394926 0.0899
3 2.63 t-Butanol 1284577 0.9766
4 3.20 n-Propanol 1612189 1.0000

Printed on 1/4/2008 6:34:50 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 6:49:50 PM
Bound File Name = Sim123107b(10).0001.RAW
Sample Name = CCS
Date Taken = 1/4/2008 6:49:44 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
2 1.85 Ethanol 394587 0.0900
3 2.63 t-Butanol 1268862 0.9670
4 3.20 n-Propanol 1608139 1.0000

Printed on 1/4/2008 6:49:50 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/4/2008

Bound File Name = Sim123107b(11).0001.RAW

Sample Name = 0.10C ALB

Date Taken = 1/4/2008 7:04.:45 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Today's Time = 7:04:47 PM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 561609 0.1256 0.1026

3 263 t-Butanol 1310500 0.9793 0.7993

4 3.20 n-Propanol 1640119 1.0000 0.8162

Printed on 1/4/2008 7:04:47 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 7:19:50 PM
Bound File Name = Sim123107b(12).0001.RAW .
Sample Name = 0.10C ALB
Date Taken = 1/4/2008 7:19:48 PM \VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.85 Ethanol 552418 0.1263 0.1031
3 2.63 t-Butanol 1281081 0.9785 0.7986
4 3.20 n-Propanol 1604637 1.0000 0.8162

Printed on 1/4/2008 7:19:50 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 7:34:58 PM
Bound File Name = Sim123107b(13).0001.RAW
Sample Name = 0.10C ALB
Date Taken = 1/4/2008 7:34:56 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL Conversion
2 1.85 Ethanol 563423 0.1283 0.1047
3 2.63 t-Butanol 1297384 0.9866 0.8053
4 3.20 n-Propanol 1611660 1.0000 0.8162
Printed on 1/4/2008 7:34:58 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 7:49:53 PM
Bound File Name = Sim123107b(14).0001.RAW
Sample Name = 0.10C ALB
Date Taken = 1/4/2008 7:49:51 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 569769 0.1270 0.1036
3 2.63 t-Butanol 1329633 0.9897 0.8078
4 3.20 n-Propanol 1646495 1.0000 0.8162
Printed on 1/4/2008 7:49:53 PM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 1/4/2008

25

Bound File Name = Sim123107b(15).0001.RAW

Sample Name = 0.10C ALB

Date Taken = 1/4/2008 8:04:53 PM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

35 4.0

45 5.0

Today's Time = 8.04:59 PM

VVDH Headspace Alcohol

Calibration Version = 1204

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 1.86 Ethanol 546814 0.1255 0.1025

3 2.63 t-Butanol 1276465 0.9788 0.7989

4 3.20 n-Propanol 1598397 1.0000 0.8162

Printed on 1/4/2008 8:04:59 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/4/2008 Today's Time = 8:20:00 PM
Bound File Name = Sim123107b(16).0001.RAW
Sample Name = 0.10C ALB

5.0

Date Taken = 1/4/2008 8:19:55 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 555001 0.1271 0.1038
3 2.63 t-Butanol 1288467 0.9859 0.8047
4 3.20 n-Propanol 1601808 1.0000 0.8162

Printed on 1/4/2008 8:20:00 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 8:34:58 PM
Bound File Name = Sim123107b(17).0001.RAW
Sample Name = 0.10C ALB
Date Taken = 1/4/2008 8:34.55 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration fite = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.85 Ethanol 535080 0.1233 0.1007
3 2.63 t-Butanol 1275567 0.9819 0.8014
4 3.20 n-Propanol 1592159 1.0000 0.8162

Printed on 1/4/2008 8:34.58 PM

Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 1/4/2008

Bound File Name = Sim123107b(18).0001.RAW
Sample Name = CCS

Date Taken = 1/4/2008 8:50:03 PM

Method file = BloodAlcohol4.met

Calibration file = BloodAlcohol4.cal

T ' T " T T T T
3.0 35 4.0 45 50

Today's Time = 8:50:07 PM

VDH Headspace Alcohol

Calibration Version = 1204

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 394163 0.0898

3 2.63 t-Butanol 1269351 0.9664

4 3.20 n-Propanol 1609846 1.0000

Printed on 1/4/2008 8:50:07 PM

Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 9:05:19 PM
Bound File Name = Sim123107b(19).0001.RAW
Sample Name = CCS
Date Taken = 1/4/2008 9:05:12 PM VDH Headspace Aicohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 375830 0.0868
3 2.63 t-Butanol 1279316 0.9868
4 3.20 n-Propanol 1588958 1.0000

Printed on 1/4/2008 9:05:19 PM

Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 1/4/2008 Today's Time = 9:06:23 AM
Bound File Name = Sim123107a(26).0001.RAW
Sample Name = CCS

Date Taken = 1/3/2008 11:09:49 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version =1204
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 372511 0.0884
3 2.62 t-Butanol 1251525 0.9925
4 3.19 n-Propanol 1545543 1.0000

Printed on 1/4/2008 9:06:23 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 9:06:25 AM
Bound File Name = Sim123107a(27).0001 RAW
Sample Name = CCS
Date Taken = 1/3/2008 11:24:50 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohal4.cal Calibration Version = 1204
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
2 1.84 Ethanol 359671 0.0885
3 2.61 t-Butanol 1217333 1.0008
4 3.19 n-Propanol 1490710 1.0000
Printed on 1/4/2008 9:06:25 AM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 1/4/2008

Bound File Name = Sim123107a(28).0001.RAW

Sample Name = 0.10C DMR

Date Taken = 1/3/2008 11:39:51 PM
Method file = simsoin,met
Calibration file = BloodAlcohol4.cal

Today's Time = 9:06:27 AM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.84 Ethanol 503637 0.1262 0.1030

3 2.61 t-Butanol 1180418 0.9877 0.8062

4 3.19 n-Propanol 1464675 1.0000 0.8162

Printed on 1/4/2008 9:06:28 AM

Page 1 of 1




Chrom Perfect Chromatogram Report

1000 -|

800

600

-3.19

8
400 | o i
200 |
i =5 Z
0 - — T t Ly Tt :
110 I 115 ‘ 2(0 2T5 310 3f5 4‘0 4k5 50
Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 9:06:30 AM
Bound File Name = Sim123107a(29).0001 . RAW
Sample Name = 0.10C DMR
Date Taken = 1/3/2008 11:54:50 PM VVDH Headspace Alicohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 540745 0.1252 0.1022
3 2.62 t-Butanol 1277581 0.9878 0.8062
4 3.19 n-Propanol 1585209 1.0000 0.8162

Printed on 1/4/2008 9:06:30 AM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/4/2008

T
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Bound File Name = Sim123107a(30).0001.RAW

Sample Name = 0.10C DMR

Date Taken = 1/4/2008 12:09:57 AM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

so 35 40 a5
Today's Time = 9:06:34 AM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 522832 0.1257 0.1026
3 2.62 t-Butanol 1229406 0.9875 0.8060
4 3.19 n-Propanol 1525850 1.0000 0.8162
Printed on 1/4/2008 9:06:34 AM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 1/4/2008

T
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Bound File Name = Sim123107a(31).0001.RAW

Sample Name = 0.10C DMR

Date Taken = 1/4/2008 12:24:58 AM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

3.0 35 40 s
Today's Time = 9:06:37 AM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL Conversion
2 1.85 Ethanol 504672 0.1193 0.0974
3 2.62 t-Butanol 1243686 0.9821 0.8016
4 3.19 n-Propanol 1552105 1.0000 0.8162
Printed on 1/4/2008 9:06:37 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1000 —{

800

600

400

200

INT+
-SBN

<

@

-
)

|

-INT-

T

-
©
~N
)
i /k
T
T

(2]
s
©
)
/k ) B
T T T '

T T T
1.0 15

Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/4/2008

T
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Bound File Name = Sim123107a(32).0001.RAW

Sample Name = 0.10C DMR

Date Taken = 1/4/2008 12:39:53 AM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

3.0 35 4.0 45

Today's Time = 9:06:40 AM

VDH Headspace Alcohol

Calibration Version = 1204

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
2 1.84 Ethanol 540913 0.1270 0.1036
3 2.61 t-Butanol 1264986 0.9918 0.8095
4 3.19 n-Propanol 1563127 1.0000 0.8162
Printed on 1/4/2008 9:06:40 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 9:06:42 AM
Bound File Name = Sim123107a(33).0001 RAW
Sample Name = 0.10C DMR
Date Taken = 1/4/2008 12:54:54 AM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.84 Ethanol 543355 0.1305 0.1065
3 2.61 t-Butanol 1251261 1.0034 0.8190
4 3.19 n-Propanol 1528285 1.0000 0.8162
Printed on 1/4/2008 9:06:42 AM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 1/4/2008

Bound File Name = Sim123107a(34).0001.RAW

Sample Name = 0.10C DMR

Date Taken = 1/4/2008 1:09:55 AM
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Today's Time = 9:06:45 AM

VDH Headspace Alcohol

Calibration Version = 1204

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.84 Ethanol 525605 0.1262 0.1030
3 2.61 t-Butanol 1231742 0.9882 0.8065
4 3.19 n-Propanol 1527730 1.0000 0.8162
Printed on 1/4/2008 9:06:45 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 1/4/2008 Today's Time = 9:06:47 AM
Bound File Name = Sim123107a(35).0001.RAW
Sample Name = CCS
Date Taken = 1/4/2008 1:24:57 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
1 1.84 Ethanol 372396 0.0868
2 2.61 t-Butanol 1285954 1.0012
3 3.19 n-Propanol 1574128 1.0000
Printed on 1/4/2008 9:06:47 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/4/2008 Today's Time = 9:06:49 AM
Bound File Name = Sim123107a(36).0001.RAW
Sample Name = CCS
Date Taken = 1/4/2008 1:39:58 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1204
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
2 1.84 Ethanol 382007 0.0889
3 2.62 t-Butanol 1296152 1.0071
4 3.19 n-Propanol 1677404 1.0000
Printed on 1/4/2008 9:06:49 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 1/9/2008 Today's Time = 8:00:00 PM
Bound File Name = Sim010908.0017.RAW
Sample Name = CCS

Date Taken = 1/9/2008 7:59:59 PM VVDH Headspace Alcohol
Methed file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 400293 0.0899
3 2.62 t-Butanol 1292893 0.9909
4 3.19 n-Propanol 1607022 1.0000

Printed on 1/9/2008 8:00:00 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 8:15:07 PM
Bound File Name = Sim010908.0018.RAW
Sample Name = CCS
Date Taken = 1/9/2008 8:15:05 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 389380 0.0872
3 2.62 t-Butanol 1299695 0.9928
4 3.19 n-Propanol 1612470 1.0000
Printed on 1/9/2008 8:15:07 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 8:30:19 PM
Bound File Name = Sim010908.0019.RAW
Sample Name = 0.10C DMR
Date Taken = 1/9/2008 8:30:12 PM VVDH Headspace Alcohol
Method file = simsoln.met _
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 568355 0.1246 0.1017
3 2.62 t-Butanol 1321762 0.9887 0.8069
4 3.19 n-Propanol 1646646 1.0000 0.8162

Printed on 1/9/2008 8:30:19 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/9/2008 Today's Time = 8:45:18 PM
Bound File Name = Sim010908.0020.RAW
Sample Name = 0.10C DMR

Date Taken = 1/9/2008 8:45:14 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL Conversion
2 1.85 Ethanol 559227 0.1245 0.1017
3 2.62 t-Butanol 1300296 0.9880 0.8064
4 3.19 n-Propanol 1621023 1.0000 0.8162

Printed on 1/9/2008 8:45:18 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 1/9/2008 Today's Time = 9:00.06 PM
Bound File Name = Sim010908.0021.RAW
Sample Name = 0.10C DMR

Date Taken = 1/9/2008 9:00:04 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 559453 0.1212 0.0989
3 2.62 t-Butanol 1339317 0.9897 0.8078
4 3.19 n-Propanol 1666817 1.0000 0.8162

Printed on 1/9/2008 9:00:06 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 1/9/2008 Today's Time = 9:15:08 PM
Bound File Name = Sim010908.0022. RAW
Sample Name = 0.10C DMR

Date Taken = 1/9/2008 9:15:06 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 554533 0.1213 0.0990
3 2.62 t-Butanol 1328619 0.9914 0.8092
4 3.19 n-Propanol 1650564 ~1.0000 0.8162

Printed on 1/9/2008 9:15:09 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/8/2008 Today's Time = 9:30:09 PM
Bound File Name = Sim010908.0023.RAW
Sample Name = 0.10C DMR
Date Taken = 1/9/2008 9:30:07 PM \VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 567821 0.1239 0.1011
3 2.62 t-Butanol 1322519 0.9842 0.8033
4 3.19 n-Propanol 1655063 1.0000 0.8162

Printed on 1/9/2008 9:30:09 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 9:45:16 PM
Bound File Name = Sim010908.0024.RAW
Sample Name = 0.10C DMR
Date Taken = 1/9/2008 9:45:09 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 562943 0.1243 0.1014
3 262 t-Butanol 1302219 0.9806 0.8004
4 3.19 n-Propanol 1635585 1.0000 0.8162
Printed on 1/9/2008 9:45:16 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 1/9/2008 Today's Time = 10:00:14 PM
Bound File Name = Sim010908.0025.RAW
Sample Name = 0.10C DMR

Date Taken = 1/9/2008 10:00:13 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 561009 0.1212 0.0989
3 2.62 t-Butanol 1335193 0.9839 0.8031
4 3.19 n-Propanol 1671420 1.0000 0.8162

Printed on 1/9/2008 10:00:14 PM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 10:15:21 PM
Bound File Name = Sim010908.0026.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 10:15:14 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.85 Ethanol 554170 0.1209 0.0987
3 2.62 t-Butanol 1345749 1.0018 0.8177
4 3.19 n-Propanol 1654543 1.0000 0.8162

Printed on 1/9/2008 10:15:21 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 10:30:21 PM
Bound File Name = Sim010908.0027.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 10:30:15 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak . Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 543600 0.1205 0.0983
3 2.62 t-Butanol 1316388 0.9953 0.8124
4 3.19 n-Propanol 1628964 1.0000 0.8162

Printed on 1/9/2008 10;30:21 PM v Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 10:45:26 PM
Bound File Name = Sim010908.0028.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 10:45:23 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/N/OL Conversion
2 1.85 Ethanol 553150 0.1231 0.1005
3 2.62 t-Butanol 1304700 0.9908 0.8087
4 3.19 n-Propanol 1621942 1.0000 0.8162

Printed on 1/9/2008 10:45:26 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 1/9/2008 Today's Time = 11:00:24 PM
Bound File Name = Sim010908.0029.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 11:00:19 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 541335 0.1207 0.0985
3 2.62 t-Butanol 1302267 0.9908 0.8087
4 3.19 n-Propanol 1618823 1.0000 0.8162

Printed on 1/9/2008 11:00:24 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 1/9/2008 Today's Time = 11:15:29 PM
Bound File Name = Sim010908.0030.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 11:15:26 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 533120 0.1196 0.0976
3 2.62 t-Butanol 1293512 0.9897 0.8078
4 3.19 n-Propanol 1609782 1.0000 0.8162
Printed on 1/9/2008 11:15:29 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/9/2008 Today's Time = 11:30:35 PM
Bound File Name = Sim010908.0031.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 11:30:33 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.85 Ethanol 558849 0.1211 0.0988
3 2.62 t-Butanol 1349411 0.9973 0.8140
4 3.19 n-Propanol 1666535 1.0000 0.8162
Printed on 1/9/2008 11:30:35 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 1/9/2008 Today's Time = 11:45:42 PM
Bound File Name = Sim010908.0032.RAW
Sample Name = 0.10C ALB
Date Taken = 1/9/2008 11:45:36 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WTNOL Conversion
2 1.85 Ethanol 570367 0.1234 0.1007
3 2.62 t-Butanol 1345722 0.9932 0.8106
4 3.19 n-Propanol 1668897 1.0000 0.8162

Printed on 1/9/2008 11:45:42 PM

Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/10/2008 Today's Time = 12:00:28 AM
Bound File Name = Sim010908.0033.RAW
Sample Name = CCS
Date Taken = 1/10/2008 12:00:26 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAicohol4.cal Calibration Version = 1209
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 - 1.85 Ethanol 402015 0.0889
3 2.62 t-Butanol 1304591 0.9843
4 3.19 n-Propanol 1632505 1.0000
Printed on 1/10/2008 12:00:28 AM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 1/10/2008

Today's Time = 12:15:39 AM

Bound File Name = Sim010908.0034. RAW

Sample Name = CCS

Date Taken = 1/10/2008 12:15:35 AM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

VVDH Headspace Alcohol

Calibration Version = 1209

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 411677 0.0943
3 2.62 t-Butanol 1269675 0.9919
4 3.19 n-Propanol 1576620 1.0000
Printed on 1/10/2008 12:15:39 AM Page 1 of 1




